Life threatening complication of biocompatible osteoconductive polymer graft after anterior cervical discectomy.
Graft extrusion following anterior cervical discectomy is a recognized complication. We report a case of acute laryngeal obstruction secondary to synthetic graft extrusion to highlight potential dangers of interbody spacing devices and to stress the importance of investigation of patients who have symptoms attributable to early graft extrusion.